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ABSTRACT   
Both the laser-plasma wakefield accelerator (LWFA) and X-ray phase-contrast imaging (XPCi) are promising technologies 
that are attracting the attention of the scientific community. Conventional X-ray absorption imaging cannot be used as a 
means of imaging biological material because of low contrast. XPCi overcomes this limitation by exploiting the variation 
of the refraction index of materials. The contrast obtained is higher than for conventional absorption imaging and requires 
a lower dose.  The LWFA is a new concept of acceleration where electrons are accelerated to very high energy (~150 
MeV) in very short distances (mm scale) by surfing plasma waves excited by the passage of an ultra-intense laser pulse 
(~1018 Wcm-2) through plasma. Electrons in the LWFA can undergo transverse oscillation and emit synchrotron-like 
(betatron) radiation in a narrow cone around the propagation axis. The properties of the betatron radiation produced by 
LWFA, such as source size and spectrum, make it an excellent candidate for XPCi. In this work we present the 
characterization of betatron radiation produced by the LWFA in the ALPHA-X laboratory (University of Strathclyde). We 
show how phase contrast images can be obtained using the betatron radiation in a free-space propagation configuration 
and we discuss the potential and limitation of the LWFA driven XPCi. 
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1. INTRODUCTION 
Currently, most clinical medical imaging is based on conventional X-ray absorption1. The main drawbacks of these 
techniques are the high dose delivered to tissue and the low contrast due to low absorption. XPCi overcomes these 
deficiencies enhancing the contrast of weakly absorbing tissue. 
XPCi relies on the phase shift term (į) of the refractive index ݊ ൌ  ? െ ߜ ൅݅ߚǡ whereas conventional imaging is based on 
the absorption term (ȕ). 
For most biological tissue (in the 40-150 keV energy range used for clinical medical imaging), į is around 1000 times 
larger than ȕ. This enables the detection of detail that is invisible to conventional absorption techniques. Because of this, 
XPCi has been widely studied for use in clinical medical imaging applications2. 
However, the progress in this field has been impeded because the spatially coherent sources required to perform XPCi 
experiments demand synchrotron radiation sources, which have limited access due to the high demand for beam time. 
Although great progress has been made using incoherent sources such as X-ray tubes3, this problem can be overcome using 
the laser-plasma wakefield accelerator4-6 (LWFA) systems, which have experienced a rapid development in recent years 
and represent a potential alternative to conventional synchrotron sources. 
The unique properties of both electron and X-ray beam sources from a LWFA can be used in a wide range of applications 
such as XPCi, radiobiology and isotope generation etc. X-ray sources from the LWFA represent a good candidate for XPCi 
experiments because they have the required degree of spatial coherence because of their micrometer-scale source size7. 
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2. LASER WAKEFIELD ACCELERATION: BETATRON RADIATION 
Plasma is a suitable medium to sustain high accelerating gradients since it is not limited by electrical breakdown such as 
in conventional accelerators. In plasma acceleration particles gain energy from longitudinal plasma waves and several 
schemes can be used to produce plasma waves, although the most successful one is the LWFA proposed by Tajima and 
Dawson8. 
The invention of chirped-pulse amplification9 enabled table-top femtosecond lasers to reach intensities as high as  1018 W 
cm-2, which has resulted in stable high-quality monoenergetic electron beams of hundreds of MeV with small energy 
spread10, low emittance11 and high charge6. These characteristics from LWFAs are routinely produced in laboratories 
worldwide. These properties also make LWFAs an attractive candidate for driving a free-electron laser12. 
Focusing a high power laser into underdense plasma, ߱௢ ب ߱௣, where ߱௢ is the laser frequency, ߱௣ ൌ ඥ ?ߨ ௣݊݁ଶȀ݉௘ the 
plasma frequency, e and me are the charge and mass of electrons and np the electron density The passage of the laser pulse 
drives electron density oscillations and a plasma wave is formed. If the laser pulse is matched to the plasma wavelength a 
blowout region or ion bubble13 is formed behind the laser, leading to large linear accelerating fields. These fields can trap 
electrons and result in GeVcm-1 acceleration gradients, three orders of magnitude larger than conventional RF cavities used 
in conventional accelerators. 
This large accelerating gradient makes the LWFA an ideal alternative to conventional acceleration because it allows 
miniaturization of the accelerators by a factor greater than 1000. These cRPSDFW³WDEOH-WRS´DFFHOHUDWRUVDUHSDUWLFXODUly 
attractive for applications in different fields such as radiobiology, probing dense matter, radioisotope production, nuclear 
physics and medical imaging. 
Moreover, a synchrotron-like source is embedded in the LWFA. While electrons are accelerated in the forward direction, 
their transverse momentum leads to transverse (betatron) oscillations, similar to in a wiggler, because of the radial 
electrostatic fields of the plasma bubble, which leads to the emission of bright synchrotron-like X-rays (betatron X-rays14). 
The betatron frequency is given by: ߱ఉ ൌ ߱௣ඥ ?ߛǡ 
where ߛ is the Lorenz factor of the electron. 
The characteristics of the betatron emission depend on the amplitude of the betatron oscillations ݎఉ. For small betatron 
oscillations radiation is emitted at the fundamental frequency: ߱ ൌ  ħ ?ߛଷȀଶ߱௣ 
and when the amplitude of the oscillations is large the spectrum of the radiation emitted is broadband and extends up to a 
critical energy after which it drops exponentially. The critical energy15 is given by: ܧ௖ ൌ  ?¾߱ ௣ଶߛଶݎఉ ?ܿ  
The radiation is emitted in the forward direction within a half-angle: ߴ ൌ ௔ഁఊ , 
where ܽఉ is the normalized transverse momentum. The number of photons per electron emitted every betatron oscillation 
is proportional to ߛଶ and is determined by the Lienard-Wiechert15 potentials: 
௣ܰ௛௢௧ ൌ ଶగఈ೑௔ഁଽ . 
 
3. CHARACTERIZATION OF THE STRATHCLYDE X-RAY SOURCE 
Prior to exploring imaging applications the betatron X-ray source produced in the ALPHA-X laser wakefield accelerator 
beam line16 at the University of Strathclyde has been characterized. For this purpose laser pulses of 0.9 J, 35 fs, and a 
  
 
 
spectrum centered at 800 nm, from a Ti:sapphire laser are focused using a F/18 spherical mirror to a spot diameter of  ? ?ߤ݉ ( ?Ȁ ଶ݁) at the entrance of a 2.7 mm diameter pulsed supersonic helium gas jet producing a  ? ?ߤ݉ wide relativistic 
plasma channel. Those laser parameters correspond to a peak intensity of ܫ ൌ  ? ൈ ? ?ଵ଼ܹȀܿ݉ଶ on target. 
 
Figure 1. Layout of the ALPHA-X beam line. A 0.9 J and 35 fs high power laser is focused onto a gas jet to produce a 
monoenergetic stable electron beam which is imaged on a LANEX screen. 
A 0.7 T bending magnet is placed inside the interaction chamber just after the gas-jet to deflect the accelerated electrons 
away from the laser axis, allowing the betatron X-rays to propagate along the beamline. The introduction of the magnet 
minimizes the on-axis bremsstrahlung component, which reduces the background noise of the X-ray detector. This is 
placed downstream to characterize the betatron radiation. The X-ray beam leaves the interaction chamber and propagates 
through a column of air to two different X-ray detectors: an imaging plate and a semiconductor detector. 
The deflected electrons are detected using a scintillating LANEX phosphor screen and their energy spectrum is measured. 
Stable quasi-monoenergetic electron beams of  ?150 MeV are measured. Charge between 5-10 pC/shot is measured using 
imaging plates. The typical bunch length of the electron beams from a LWFA are in the range 1-10 fs17. The repetition rate 
of the accelerator is set to 0.33 Hz, limited by gas loading on the vacuum pumps. 
The measurement of the critical energy (Ec) of the betatron radiation is performed using sets of different metal filters (Cu, 
Al, Ti and Ag). The shadows cast by the metal filters are recorded with imaging plates Fuji BAS-SR. The YAG 1 pop-in 
is removed and both metal filters and imaging plate are inserted instead (see Figure 1). From the measured absorption of 
the X-ray beam, the critical energy is estimated. All the measurements are performed in a single shot. The average critical 
energy estimated for the run is ~15 keV. 
     
   Figure 2. (a) Shadow left by the metal filters in a imaging plate on a typical shot and distribution of the thickness and material 
used to measure the critical energy. (b) Typical shot showing the spatial distribution of the X-ray source. 
A decrease in the critical energy is observed by increasing the plasma density. When the plasma density is increased the 
energy of the electron beam decreases and, therefore, the critical energy of the betatron X-rays decreases which is a simple 
technique for tuning the X-ray source. Plasma densities, obtained by characterizing the gas jet using a Mach-Zehnder 
  
 
 
interferometer, were in the range from 1.7Â19 electrons/cm3 to 2.4Â19 electrons/cm3 depending on the gas backing 
pressure used. 
The total number of photons has been measured using the Timepix silicon detector. Timepix is a high spatial resolution 
and high contrast semiconductor detector working in single photon counting mode. It is formed by a matrix of 256x256 
pixels of 55x55 µm size. When ionizing radiation is incident on the detector, a signal proportional to the charge generated 
by the passage of the radiation is produced thus, enabling spectroscopic measurements. More details on this detector can 
be found elsewhere18. 
     Table 1. Summary of the critical energy measurements at different plasma densities. 
np (1019 cm-3) 1.72 ± 0.17 2.04 ± 0.20 2.24 ± 0.22 2.40 ± 0.24 
Ec (keV) 17.7 ± 2.5 15.7 ± 1.2 15.8 ± 1.2 14.9 ± 1.2 
 
During the experiment the flux of photons on the detector is kept below a single photon per pixel by reducing the flux 
using the air column and additional metal filters. As in the previous experiment, the electron beam is deflected with a 
bending magnet and the X-rays left to propagate through 4.5 m of air before reaching the detector. A total flux of 107 
photons/shot is measured. 
The spatial distribution and the divergence of the X-ray beam is measured by imaging the full X-ray beam just after the 
interaction chamber using imaging plates. This measurement is carried out at the same place as the critical energy 
measurement. From this measurement, an average full angle divergence of ~40 mrad is obtained in the horizontal axis and 
~35 mrad in the vertical axis. 
 
4. PHASE-CONTRAST IMAGING USING BETATRON RADIATION ON THE ALPHA-X 
BEAMLINE 
To demonstrate the potential of a LWFA driven X-ray source for XPCi, a proof of principle experiment has been carried 
out using the betatron beam produced on the ALPHA-X beamline in a free space propagation configuration19. Similar 
experiments have been performed before20 although using more powerful lasers and different distances source-sample and 
sample-detector. The only requirements for this experimental configuration are a high spatially coherent source and an X-
ray detector. Monochromatic X-rays are not required. 
    
Figure 3. l.h.s: image obtained after 300 shots. r.h.s: relative intensity from the edge of a leg. Contrast is estimated to be   0.63. 
The image is obtained after 300 shots at a repetition rate of 0.33 Hz. 
For the experiment a biological sample (dead domestic spider) is placed just after the interaction chamber and imaged with 
an imaging plate. The sample is placed at a source-object distance (R1) of 0.82 m. The sample-detector distance (R2) is 
  
 
 
4.39 m, which gives a magnification of M=(R1+R2)/R1)=6.3. The resolution of the image is set by the imaging plate scanner 
to 50 µm. This allows resolution of details down to ~8 µm. The transverse coherence length is defined by ܮ ൌ ߣ݈Ȁߪ, where 
Ȝ is the wavelength of the source, l the source to observation distance and ı the source size. For a 1 µm source size, 15 keV 
X-rays and 5.2 m distance then L~400 µm. 
Details of the body of the sample are clearly observed (see Figure 3). Edge enhancement is clearly observed in different 
parts of the sample, such as the legs (100-300 µm size). 
The image has a relatively high noise level due to the imperfect experimental conditions. The aim is to experimentally 
show that phase-contrast imaging experiments can be done using the LWFA at the ALPHA-X facility and that the expected 
XPCi features are clearly observed in the image. Development of real world applications will be discussed in the next 
section. 
Another interesting feature of the betatron X-ray beam is its femtosecond pulse duration. This ultrashort duration can be 
used in a wide variety of applications where motion blur is a problem. This is not possible with conventional synchrotron 
sources. 
Further development of this tabletop synchrotron-like source and the scalability to kHz systems will enable the use of the 
LWFA in combination with more advanced phase-contrast imaging schemes3 and make them more commonly and 
commercially available. This will allow tomography of complex objects in a few seconds and perform also real-time XPCi 
of objects. This shows the potential of the betatron X-ray beam for biomedical applications. 
 
5. MONTE CARLO SIMULATIONS FOR PHASE-CONTRAST IMAGING OF THIN BONES 
The scalability in energy of the betatron X-ray beams allows for phase-contrast imaging of more dense biological materials. 
For instance phase-contrast imaging of bone requires a critical energy of ~50 keV which can be achieved with the LWFA. 
It has been shown that the interaction of the electrons with the laser pulse21 in the bubble region can lead to a resonant 
enhancement of the betatron amplitude and therefore a higher critical energy of the betatron X-ray beams (50 - 450 keV). 
This energy can be achieved in 100 TW-scale laser systems like the ASTRA-GEMINI laser at the Rutherford Appleton 
Laboratory. 
In particular, phase-contrast imaging of micron size cracks in bone using the LWFA would be an interesting biomedical 
application. These micro-cracks are related to osteoporosis, bone stress, which can increase fragility. Detecting and 
monitoring their growth can help to predict and prevent larger fractures. 
To study the feasibility and the resolution limit of the betatron X-ray beams from a LWFA for bone micro-crack phase-
contrast imaging, we have performed simulations using the Monte Carlo radiation transport FLUKA22,23 code. For this, a 
refraction model based on Snell¶V law has been developed and included in the code24. 
The parameters of the source used in the simulations are similar to the ones measured on the ALPHA-X beam line. As 
indicated above, for phase-contrast imaging of a bone ~50 keV would be required. However, as a first step and proof of 
principle, a thin section of 200 µm of bone can be used. 
The energy spectrum used in the simulations is a synchrotron-like spectrum similar to that in a conventional synchrotron: ܧ௖ ן ׬ ܭହȀଷሺߦሻஶாȀா೎ ݀ߦ, 
where ܭହȀଷ is the modified Bessel function of the second kind. The critical energy is set to 15 keV (see Figure 4) and the 
number of particles used for each simulation was 109. To reduce the computational time, the divergence was set to 2 mrad 
which corresponds to the detector active area in the simulations. The source-to-sample distance is set to 30 cm and the 
sample-to-detector distance to 80 cm. The bone model used in the simulation is a rectangular 200 µm thick bone tissue. A 
single air micro-crack is placed in the bone center. 
Simulated phase-contrast images for different thickness are shown in figure 5. The thinnest micro-crack observed with 
FLUKA corresponds to a radius of 1 µm. 
The corresponding convoluted images for 13 µm pixel size (typical CCD pixel size) are shown in figure 6. 
  
 
 
 
Figure 4. Synchrotron-like spectrum used for the phase-contrast FLUKA simulations. The critical energy is 15 keV corresponding to 
a peak energy of about 4 keV. 
                 
     Figure 5. Simulated phase-contrast images for bone micro-cracks of 25, 5 and 1 µm radius size respectively from left to right. 
             
Figure 6. Corresponding convoluted images for 13 µm pixel size. 
  
 
 
              
Figure 7. Examples of projection (left), tomogram (center) and 3D reconstruction (right) of a simulated 100 µm diameter bone with 
a 40 µm micro-crack. 
With a sufficient number of projections it is possible to perform tomography and 3D reconstruction of micro-crack thin 
bones. To show this, 91 projections with an angle increment of 2 degrees have been simulated (see Figure 6). The bone 
diameter is 100 µm and the micro-crack diameter is 40 µm. For processing the projections to obtain the tomograms, an in-
house developed tomography software based on filtered back projection algorithm is used while the 3D reconstruction 
used the imageJ25 3D volume viewer plugin. 
 
6. CONCLUSIONS 
We have characterized the betatron X-ray beams at the ALPHA-X laser wakefield accelerator facility at the University of 
Strathclyde and performed phase-contrast imaging of a biological specimen using this source. The results of this study 
demonstrate the suitability of the betatron X-ray beams for the realization of phase-contrast imaging experiments on the 
ALPHA-X beam line. 
We have performed Monte Carlo FLUKA simulations to explore the feasibility and the limits of this source for a real 
biomedical application, that is, for the acquisition of phase-contrast images of micron size cracks in bone. We have also 
studied 3D reconstruction of a simple thin bone model. 
The LWFA appears to be a suitable synchrotron source for microscopic phase-contrast imaging. Scalability to kHz systems 
will allow tomography of complex objects to be performed in few seconds. 
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